Short stems are stems for THR that are anchored in the metaphysis and the proximal part of the diaphysis and are shorter than the classic standard stems. Although there are individual differences, the common denominator in the philosophy of proximal transmission lies in the fact that all short stems are characterized by a shorter length. Their benefits are seen in the lower invasiveness of the primary procedure. Furthermore, in case of loosening a revision is easier compared to standard shafts. Therefore, they are favored mainly in the treatment of younger patients. First, we would like to highlight the characteristics of the short stems which are in common clinical use as well shortly referring to the published results. Then the short stem GHEs is presented with a report on the experience after 380 implantations.
Pipino stem
The first short stem was designed in 1977 by Pipino and first implanted in 1979. The Pipino stem is so far the only short stem which can be used both cemented and cementless. Pipino et al. [7] 
Mayo short stem
In the early 80s Morrey et al. [6] [5] reported on a prospective randomized comparative study between Mayo short stem and a standard shaft. They noticed significantly better results using the short stem particularly in the early postoperative period (3 months).
C.F.P.® stem
The CFP ® stem constitutes a development of the Pipinostem. It is in clinical use since 1996 and is cementlessly implanted. Röhrl et al. [10] published in 2006 a clinical, radiographic and radio-stereometric analysis performed 2 years postoperatively in 26 patients. Only a low migration and a slight varus or valgusdrift were reported, but no bone resorption was noticed. Despite apparently high numbers of operations, there are currently no other scientific publications on short and medium term results.
Metha short stem
The Metha short stem is characterized by a microporous titanium coating and an additional proximal applied dicalcium phosphatdihydrat cover; it has a modular cone adapter. The first publication of Bücking et al. [2] reported good clinical and radiological results in 29 patients 1 year long. Loosening did not occur during this period.
PROXIMA™
The PROXIMA™ short stem constitutes a development of an individual stem and consists of a titanium composite with microporous hydroxyapatite. In a multicenter study, 28 patients were reexamined with a maximum followed up of 13 months postoperatively, with evidence of early osseointegration.
Santori et al. [12] reported in 2006 on the development in 111 patients (131 operations), which had been treated between 1995 and 2004 with a precursor model of PROXIMA™ endoprosthesis. After an average follow-up of 5.3 years after surgery, there were very good clinical results, no thigh pain, no revision and no radiographic signs of loosening. The authors stress on the importance of avoiding oversized stems and consider a circular anchoring in the cancellous bone optimal. Westphal et al. [15] conducted an in vitro study comparing the PROXIMA™ shaft and a standard shaft with a cyclic load by at 3,515 cycles. Regardless of the implant size, the short stem showed greater migration (especially in varus direction) than the standard stem. However, there were no differences concerning cyclic motion and function of load. The authors emphasize the importance of a good proximal bone quality and assess smaller implant sizes with "cancellous" fixation as much better regarding the cyclic motion compared to larger implants with "cortical" fixation.
GHEs stem
In 2002, von Salis-Soglio and Grundei developed the cementless short-stem GHEs (Figure 1 ), which has a macroporous metallspongeous surface. The implant is collarless, is fully macroporous and constitutes two thirds of the length of a conventional standard shaft. The GHEs is titanium-niobium-coated so that implantation is possible in patients with nickel or cobalt allergy. There are 7 sizes. The surgical technique of both, femoral head resection and the medullary preparation, of GHEs are identical to those of the standard shaft. The medullary reamers are adapted to the length of the short stem. The preoperative planning is generally computer-assisted in our department. If an optimal fit of the implant is not as- 
Discussion
On reviewing literature, the reported results of using short stems in hip arthroplasty can be considered as encouraging. This is supported by our results presented here with the GHEs short stem. However, long-term results are only reported on the Pipino stem and on the Mayo stem present [5] , [6] , [8] .
Concerning intraoperative fractures observed, authors assume a significant learning curve with these implants. This is probably due to the fact that short segmented anchoring of the stem necessitates a high primary stability which must be implemented to ensure the long-term osseointegration. According to the analysis of Westphal et al. [15] , [16] the anchorage in purely cancellous area seems to be better than cortical anchoring. This in turn requires a good quality of cancellous bone in the proximal femur, so that the indications in the elderly must be strictly carried out.
The results of comparative analyzes of periprosthetic bone density using DEXA method that have been reported by several groups [1] , [3] are encouraging. In these studies, the strongest decrease in bone density showed for all cases using the standard shafts are in the proximal medial part of the femoral cotrex, while bone resorption using the short stems was significantly smaller. The frequently heard argument of a bone-sparing surgical technique using short stems is certainly not valid for all implants. Revision surgery of short stems is not free of complication. A particular advantage is, however, that even in case of narrow tapering bone marrow spaces, the use of a sufficiently large implant is possible, so that a proximal undersized and possibly a swing of a prosthesis followed by "stress-shielding" can be prevented. Should the concept of the proximal load transmission of short stems prove of value, this would by no means imply a change of the other shaft types, but it would rather complete a differentiated supply range in total hip arthroplasty ranging from resurfacing to modular revision systems. Depending on individual patient circumstances, the decision can then be made to choose the most appropriate implant shape. The implant system we use has the particular advantage that through concerted instruments and implants we can easily change the intraoperative strategy when this is needed ( Figure 5 ). Additional longterm results are needed to prove, whether the undoubtedly encouraging interim results are justified. 
Conclusion for clinical practice
The results presented here after our own experience with the GHEs of Orthodynamics are in accordance with the encouraging results of short stems in clinical use that are published in literature. The use of short stems is especially suited for younger patients with distally narrow tapering bone marrow spaces. Their implantation is not easier than that of the classic standard shafts. Further long term results are necessary.
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